QUALITY CONTROL 
DevicE FOR 


RIGID ENDOSCOPES 


1 Revised: 


Target - Operating 


Instructions : Adjusting screw 


DO NOT overtighten 
Scale ring 
Index 


Target positionOº 
Target position 30º 


Front Target Target position 70º 
slide Back 
Target slide 
Base plate 
Axis - 
Explanation : 
Light adapter - 
Storz Screw forTarget holder (11) 


Stop pin 


Y-Axis 


Screw 
DO NOT overtighten 


Device (Instrument) Set-up : 


1. Loosen screw on scale ring (3x M3 Set screw). 
2. Metal square between Target holder and base 
plate. Set to 90º and tighten with Adjusting 

screw. 
3. Set Scale ring to 0º- position and tighten 
(3x M3 Set screw). 


120º 
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